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Abstract 

Tendon tears produce pain and decrease joint stability; each year, over 1.1 million rotator cuff tendon surgical 
procedures are performed worldwide. However, surgical success is highly variable, and the inability of the 
procedure to drive the regeneration of the normal tendon-bone interface has been identified as a key factor in 
surgical failure. This study focuses on the development, in vitro evaluation, and in vivo assessment of a tissue 
scaffold derived from bovine cancellous bone with the potential to direct regeneration of a bone-soft tissue 
interface. The scaffold is a highly porous scaffold with a continuous hard tissue-soft tissue transition that facilitates 
load transfer across the interface and contains all of the extracellular matrix components of the orthopedic 
interface. This study demonstrated the in vitro characterization of the mechanical properties and successful in vivo 
assessment using an ovine model. 
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Introduction 

Rotator cuff injuries in the shoulder are common, with 
more than 17 million people in USA having some form 
of rotator cuff tendon tear [1]. Tendon tears are painful, 
can decrease joint stability, have limited healing poten- 
tial, and often lead to arthritis [2,3]. To prevent irrevers- 
ible shoulder joint damage, each year, over 1.1 million 
rotator cuff tendon surgical procedures are performed 
worldwide. However, surgical success is highly variable 
with failure rates ranging from 30% to 90%, depending 
on the severity of the tendon defect and the stage of de- 
generation of the joint [4,5]. The inability of surgical 
procedures to drive the regeneration of the normal 
tendon-bone interface has been identified as a key factor 
in surgical failure [6]. 

Prior studies using tendinous autografts have shown that 
using the midsubstance as the repair material does not lead 
to strong biological integration or the re-establishment of 
the native orthopedic interface structure [7,8]. In order to 
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restore the physiological structure and function of the tis- 
sue, new strategies must be developed for the treatment of 
soft connective tissue ruptures. A number of different strat- 
egies have been employed, including applications of cells 
[9,10], growth factors [11,12], gene therapy products 
[13,14], and biomaterial scaffolds [15-18]. While each of 
these approaches has their merit, practically speaking, the 
use of cells, growth factors, and gene products have signifi- 
cant limitations currently. The use of cells requires an add- 
itional surgical procedure that may produce unnecessary 
morbidity [19-22]. Soluble growth factors and gene therapy 
are limited by inadequate means of delivery to the target 
site and unknown specificity [11,23]. Because the use of 
non-autologous cells, growth factors, and gene therapy re- 
quire considerable additional regulatory hurdles, the most 
robust solution may lie in the use of biomaterial scaffolds 
to guide the regeneration of the tendon-bone interface. 

Additionally, since many of these scaffolds are produced 
to mimic only the soft tissue midsubstance, anchoring the 
structure to the bone presents additional challenges. Con- 
sequently, we propose the following design requirements 
intended to optimize the development of a tissue- 
engineered solution for soft connective tissue rupture. 
First, the design requires a biocompatible scaffold that has 
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the mechanical properties to withstand the loading envir- 
onment during recovery. While this does not necessarily 
mean that the scaffold must be fully load-bearing immedi- 
ately after surgery, its failure strain should be similar to or 
greater than the strain that would be expected during nor- 
mal range of motion. The scaffold must also have a high 
fluid conductance, concomitant with high porosity, as 
demonstrated by Hui et al. [24] in a landmark study. Por- 
osity allows more rapid cell incorporation along the sur- 
face and through the thickness of the scaffold, promoting 
integration with the host tissue. Additionally, porosity al- 
lows early vascular ingrowth so that the metabolic de- 
mands of the new tissues can be met, ensuring cell 
viability throughout its thickness [24]. While the critical 
level of transport has not been determined for the bulk of 
orthopedic tissues, it is clear that mechanical strength and 
high porosity are competing objectives and each must be 
carefully balanced within the design. Tissue ingrowth is 
vital, but, specifically for this application, it must be ac- 
companied by biological integration, so that the normal 
interface is reformed. Next, cell behavior is expressly con- 
trolled by the interaction with its extracellular environ- 
ment, in particular the biomaterial surface [25-27]. The 
scaffold must guide cells to regenerate all four zones of 
the tissue structure. 

Developing a contiguous biomaterial to meet these de- 
sign requirements presents a significant challenge. The 
control that the biomaterial surface must exert on the cel- 
lular response requires heterogeneity of the structural 
scaffold in order to reproduce the heterogeneity of the 
normal interface while maintaining continuous load trans- 
fer. We propose the development of such a composite 
structure derived from cancellous bone to serve as the 
scaffold for orthopedic interface regeneration. This study 
focuses on the development, in vitro evaluation, and 
in vivo assessment of a tissue scaffold derived from bovine 
cancellous bone with the potential to direct regeneration 
of a bone-soft tissue interface. Cancellous bone has high 
porosity [28] to permit transport and can be obtained 
from anatomic sites that exhibit highly directional tra- 
becule to promote load transfer from the bone to the ten- 
don. We hypothesized that when augmented with this 
tissue scaffold and contacting the marrow space, the 
tendon-bone interface would be substantially improved 
compared to standard primary repair. 

Materials and methods 

Cancellous bone preparation 

Samples were prepared from bovine cancellous bone 
harvested from the vertebral bodies of commercially 
obtained steers (Parretts Meat Processing, Flora, IN). Re- 
sidual soft tissue was dissected from the vertebral bodies. 
Using a diamond saw, the cancellous interiors of the verte- 
brae were sectioned into 3 mm x 3 mm x 40 mm blocks, 



the long axis aligned with the antero-posterior direction of 
the vertebral column. These samples were used for mech- 
anical testing. Small scaffolds for cell culture studies were 
similarly machined to a size of 3 mm x 3 mm x 2 mm. 
Cylindrical samples for micro-computed tomography 
(uCT) imaging were obtained from 5 -mm sections of the 
vertebral body using a 6-mm hollow punch. For surgical 
implantation, cores 5 mm in diameter and 20 mm in 
length were machined from the vertebral body. All sam- 
ples were washed in a 1% detergent solution (Tergazyme®, 
Alconox, White Plains, NY) to remove fat and marrow 
from the trabecular space. Samples were then thoroughly 
washed in deionized water for 4 h and defatted by soaking 
in 100% acetone for 12 h. 



Determination of minimum demineralization time 

Small scaffolds (n = 6) approximately 3x3x2 mm 
were placed in a volume (50 mL per gram bone) of de- 
mineralizing solution (1.0 M HC1, 1.9 mM ethylene di- 
amine tetra-acetic acid) for 0, 1, 4.5, and 24 h to 
determine the minimum amount of time needed to fully 
demineralize the samples. Following demineralization, 
the samples were thoroughly washed in deionized water. 
The scaffolds were dried at room temperature for 24 h 
and weighed using an analytical balance. Each scaffold 
was placed into 6 mL of 2 M HC1 for 24 h to release all 
the calcium. Each sample's calcium content was mea- 
sured using inductively coupled plasma atomic emission 
spectroscopy (ICP-AES). ICP-AES is a high sensitivity 
method for measuring trace elements in solution. After 
nebulizing the samples, the aerosol flows through a 
plasma torch which generates a light spectrum. The 
resulting spectra can be analyzed to determine the mass 
of calcium present in the sample. 

Mineral protection testing 

Small undemineralized disks (n = 6) approximately 6-mm 
wide and 5 -mm thick were covered with a polymer solu- 
tion (nitrocellulose, New-Skin Liquid Bandage, MedTech 
Laboratories, Irvington, NJ) and allowed to dry. The sam- 
ples were then placed in the aforementioned demineraliz- 
ing solution for the previously determined minimum 
demineralization time and rinsed thoroughly in deionized 
water. The samples were analyzed before and after they 
were placed in the demineralizing solution using uCT to 
view image scaffold structures and quantify mineral con- 
tent. Images were taken using a uCT imaging system 
(Scanco Medical uCT 40, Bassersdorf, Switzerland) that 
provided an isotropic resolution of 16 um (40 kVp, inte- 
gration time 200 ms). The bone volume output after 
three-dimensional reconstruction was used to assess min- 
eral content with a resolution better than 0.05 g/cm 3 [29] . 
Because the critical diffusion length scale is the thickness 



Dickerson et al. Journal of Orthopaedic Surgery and Research 201 3, 8:1 8 
http://www.josr-online.eom/content/8/1/18 



Page 3 of 1 1 



of a trabecula, it is anticipated that these results will be 
applicable to larger scaffolds with similar trabecular 
structures. 

Cell extraction and culture 

Human adult adipose stem cells (ASCs) were a generous 
gift from Dr. Keith L. March at the Indiana Center for 
Vascular Biology and Medicine. These cells were extracted 
from subcutaneous adipose tissue obtained during an 
elective lipoaspiration procedure as previously described 
by Cai et al. [30] . These cells were cultured in endothelial 
growth medium (Lonza, Walkersille, MD), a specialized 
growth medium consisting of endothelial basal medium-2 
(Lonza), 5% fetal bovine serum (FBS), and supplemental 
growth factors including vascular endothelial growth fac- 
tor, basic fibroblast growth factor, epidermal growth factor, 
and insulin-like growth factor. 

Removal of osteoinductivity 

In order to successfully use demineralized bone in soft tis- 
sue regeneration applications, it is important to remove 
the inherent osteoinductivity, a process that has been pre- 
viously accomplished through the use of hydrogen perox- 
ide [31,32]. To determine the effect of peroxide treatment 
on cell-matrix interactions, cell attachment and prolifera- 
tion were assessed on untreated and peroxide-treated scaf- 
folds (n = 6/group). Both untreated and peroxide-treated 
scaffolds were then thoroughly rinsed in deionized water 
and sterilized with 70% ethanol overnight. Sterile scaffolds 
were placed into 24-well plates and suspended in a cell so- 
lution containing 10 5 ASCs. The cells were allowed to set- 
tle onto the scaffold for 12 h in a humidified 37°C, 5% 
C0 2 incubator. After this period, the scaffolds were trans- 
ferred to another 24-well plate. Full media exchange was 
performed every other day. The scaffolds were cultured 
for 1 day to assess cell attachment and 5 days to assess cell 
proliferation. At these time points, culture medium was 
removed from the wells. The scaffolds were covered with 
a 0.9% solution of Triton X-100 in order to release the 
intracellular content. CytoTox 96 non-radioactive cytotox- 
icity assay (Promega Corporation, Madison, WI) was used 
to measure lactate dehydrogenase (LDH) activity. The 
total LDH activity was compared across groups to obtain 
a relative measure of cell number. 

Two methods were used to assess the efficacy of per- 
oxide in reducing osteoinductivity. The first method 
made use of alkaline phosphatase (ALP) activity as a 
measure of osteogenic differentiation of ASCs [33]. Un- 
treated and peroxide-treated scaffolds were fragmented 
into powder form in a liquid nitrogen impacting mill. 
The untreated and peroxide-treated powders were 
weighed and then sterilized in 70% ethanol overnight. 
The powders were then suspended at 10 mg/mL in 
Dulbecco's modified eagle medium (DMEM, Invitrogen, 



Carlsbad, CA) supplemented with 10% (Invitrogen), 
50 ug/mL ascorbic acid ( Sigma- Aldrich, St. Louis, MO), 
and 10 mM ^-glycerophosphate (Sigma- Aldrich). Into 
each well of a 48-well plate, 10 5 ASCs were transferred. 
After a 5-h attachment period, medium with untreated 
powder, medium with peroxide-treated powder, or 
medium without powder was added to each of the wells. 
Full media exchange was performed every other day. After 
7 days, the cells were lysed with deionized water and three 
freeze-thaw cycles. ALP activity in the cell lysate was de- 
termined using the malachite green assay from a commer- 
cially available kit (Upstate Cell Signaling, Lake Placid, 
NY) [33]. The second method involves the assessment of 
the mineral deposition on the scaffolds after a long-term 
culture. Sterile untreated and peroxide-treated scaffolds 
were seeded with 10 5 ASCs and cultured for 30 days in 
DMEM supplemented with FBS, 50 ug/mL ascorbic acid, 
and 10 mM ^-glycerophosphate. Full medium exchange 
was performed every other day. After 30 days, the mineral 
deposition was assessed using uCT imaging. 

Structure and surface morphology 

To determine the effect of peroxide treatment on the struc- 
ture of the scaffold, scanning electron microscopy (SEM) 
analysis was performed on untreated and peroxide-treated 
demineralized bone cylinders (n = 3 per group). Each sam- 
ple was gold sputter-coated (LADD, Williston, VT) in a 3.6 
utorr vacuum at 5 kV and 6 mA. The samples were ana- 
lyzed using a JEOL-840 microscope (Jeol Ltd., Tokyo, 
Japan) imaging from x 150 to x 5,000 magnification. 

Mechanical testing 

Mechanical testing samples were generated by regionally 
demineralizing long cancellous bone samples as briefly de- 
scribed here. The pores of the long cancellous structures 
were cleansed by alternately sonicating in a 1% detergent 
solution (Tergazyme®, Alconox, White Plains, NY) and 
rinsing with running water (Millipore, Billerica, MA). The 
cancellous bone cylinders were defatted by soaking in 100% 
acetone for 12 h. A nitrocellulose coating was applied to 
the 5 mm of each end of the long structure to protect this 
region from demineralization. The structures were placed 
in a demineralizing solution composed of 1.0 M hydro- 
chloric acid and 1.9 mM ethylene diamine tetraacetic acid 
for minimum demineralization time as previously deter- 
mined. The nitrocellulose coating was removed through a 
100% acetone bath for 12 h, resulting in a biomesh with 
two hard regions at the end, a fully demineralized soft re- 
gion, and a contiguous transition zone with a gradient of 
mineralization between the two regions. The samples were 
then treated with 3% hydrogen peroxide to remove 
osteoinductivity. 

Long samples (n = 4 per group, 40-mm long) were 
tested in uniaxial tension to obtain load-deformation 
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curves. The samples were hydrated in phosphate-buffered 
saline for at least 4 h prior to the test. Each sample was 
mounted between rubbers with an adhesive to ensure grip 
attachment. The samples were loaded into the aluminum 
clamps of a custom-designed mechanical testing unit 
consisting of a linear actuator and a 111 N load cell. The 
gauge length was set to be 30 mm between the clamps. The 
samples were pre-loaded to 0.1 N, less than 1% of the ul- 
timate tensile load of the weakest sample. Force output and 
position were then set at 0 from this position. Device oper- 
ation and data acquisition were controlled with LabView 
software (National Instruments, Austin, TX). The samples 
were loaded to failure at a 1 mm/s displacement rate. The 
curves of the nominal stress vs. Green's strain were calcu- 
lated from the load-deformation output. The ultimate ten- 
sile stress, strain at failure, and tangent modulus were 
calculated from these curves. 

Experimental ovine rotator cuff model 

Three ewes (80 to 110 kg) underwent rotator cuff defect 
induction and repair surgery. During a 7- to 14-day con- 
ditioning period, general physical and lameness exams, 
as well as a complete blood count, serum chemistry, and 
urine analysis were performed to ensure animal health. 
All animals were allowed to move freely in their pens 
while being monitored for post-surgical complications. 
The study was approved by the Purdue Animal Care and 
Use Committee. 

The 5-mm diameter and 20-mm long cancellous bone 
cylinders were prepared, and after drying in air, 1 cm of one 
end of the cancellous bone core was placed in a solution of 
a polymer solution (New-Skin Liquid Bandage) and allowed 
to dry. The core was then placed in a volume of the demin- 
eralizing solution (1 M HCL, 1.9 mM ethylene diamine 
tetraacetic acid) for 4.5 h, producing the tissue scaffold with 
a hard tissue segment and a soft tissue segment (Figure 1). 
Following this demineralization bath, the scaffold was 
washed thoroughly with deionized water. The polymer was 
removed from the mineralized end with another 12-h acet- 
one wash. After air drying, 3% hydrogen peroxide was used 
to remove osteoinductive factors from the scaffold. The tis- 
sue scaffold was then sterilized in 70% ethanol for 24 h, 
rinsed in sterile physiological saline, and stored in the saline 
solution until surgery. 

Surgical procedure 

All animals were premedicated with diazepam (0.1 to 
0.5 mg/kg intravenously or 0.2 to 1.0 mg/kg intramus- 
cularly) followed by induction with either pentothal (12 
mg/kg intravenously to effect) or a combination of keta- 
mine (2 to 6 mg/kg intravenously) and xylazine (0.5 to 0.15 
mg/kg intramuscularly or intravenously). Anesthesia was 
maintained with a mix of isoflurane (1% to 5%) and 0 2 . 
Post-operative pain medication consisted of morphine (0.2 
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Figure 1 Regionally demineralized cancellous bone scaffold. 

The flexible demineralized region in the center and the hard region 

at the end highlighted for clarity, 
k J 

to 0.5 mg/kg intramuscularly or intravenously, one dose 
at closure and another at or after extubation) and 
buprenorphine (0.005 to 0.01 mg/kg intramuscularly every 
8 to 12 h for 24 to 48 h post-surgery). 

Bilateral surgery was performed on three ewes by a 
board certified veterinary surgeon in a procedure similar 
to that used for previous studies [34]. The infraspinatus 
and supraspinatus tendon were approached by making a 
curved incision over the distal portion of the scapular 
spine continuing over the craniolateral surface of the 
proximal half of the humerus. An incision was then 
made through the brachial fascia just cranial to its at- 
tachment to the acromial part of the deltoid muscle. The 
deltoid muscle was retracted to expose the infraspinatus 
and supraspinatus tendons and muscles. The defect of 
the infraspinatus tendon insertion was created by mak- 
ing an inverted T-shaped incision in the most distal por- 
tion of the infraspinatus tendon; this incision resulted in 
a partial tenotomy (50% tendon, approximately 1 cm) 
with an intact cranial (0.5 cm) and caudal (0.5 cm) post. 
Then, the non-mineralized fibrocartilage of the partial 
tenotomy was removed, and a 5-mm hole was drilled in 
the exposed enthesis. This procedure was repeated in 
the supraspinatus tendon. The induced defects were 
treated either using the control treatment or the experi- 
mental treatment. Control treatment consisted of standard 
primary repair in which the remaining tendon portions 
were reconnected by suturing with a #2 Tevdek locking 
loop pattern and attached to the enthesis using a bone tun- 
nel. Experimental treatment consisted of press fitting the 
hard portion of the tissue scaffold into the bone and stabil- 
izing it with a small cross pin. The marrow and blood were 
allowed to wick up into the structure (Figure 2). The flex- 
ible segment of the tissue scaffold was sutured to the 
remaining portion of the tendon and muscle (suprapinatus 
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muscle). In each shoulder, one tendon was control-treated, 
while the other tendon was experimentally treated. The 
treatment was reversed on the contralateral side. The inci- 
sion was closed by suturing the brachial fascia to the 
acromial head of the deltoid muscle (No. 2 polydioxanone, 
continuous pattern) followed by closure of the subcutane- 
ous muscle (No. 2 polydioxanone, continuous pattern) and 
the skin (skin staples). In total, six tissue scaffolds were im- 
planted, and six control procedures were performed. 

Specimen retrieval and histological analysis 

All animals were sacrificed at 16 weeks post-operatively by 
intravenous injection with an overdose of barbiturate 
(beuthanasia, 39 mg/kg). A necropsy was performed and 
the infraspinatus and supraspinatus tendon complexes 
were isolated and placed in 10% neutral buffered formalin 
for histologic examination. After fixation of the tissues at 
room temperature for at least 1 week, the nondecalcified 
specimens were embedded in plastic and sectioned longi- 
tudinally to a thickness of 50 microns through the sample 
to obtain a plane containing the repaired tendon defect. 
The sections were stained with toluidine blue for standard 
histological assessment and MacNeal's tetrachrome to 
visualize the heterogeneous structural components of the 
tendon-to-bone interface. Stained sections were analyzed 
via transmitted light microscopy with an Olympus BX51 




Figure 2 Wicking action of the blood and marrow into the 
implanted scaffold. After drilling a 5-mm hole (A) into the humerus, 
the scaffold was positioned (B) and pinned into the site (C). Over time, 
prior to completion of suturing, the blood and nutrients from the 
marrow space are wicked into the porous mesh (C). 



(Olympus America Inc., Center Valley, PA, USA) micro- 
scope equipped with polarizing filters. 

Statistical analysis 

Statistical analysis was conducted by repeated measures 
one-way analysis of variance (ANOVA) for calcium content 
and ALP activity, and by two-way ANOVA for cell viability 
data. A post hoc Bonferroni-Dunn test was used to test the 
effects of individual variables split by time where appropri- 
ate. A significant effect was defined as p < 0.0167. 

Results 

Minimum demineralization time 

Calcium content per dry weight scaffold as determined 
by ICP-AES was 27.2% ± 0.4%, 10.6% ± 2.1%, 0.0% ± 
0.0%, and 0.0% ± 0.0% in small scaffolds exposed to de- 
mineralizing solution for 0, 1, 4.5, and 24 h, respectively 
(Figure 3). Based on these data, it was determined that 
most of the mineral mass is lost in the first hour in the 
solution, and the samples are completely demineralized 
after only 4.5 h of treatment. 

Mineral protection 

In order to create a contiguous scaffold with mineralized 
and demineralized regions, the samples were coated with 
a polymer to protect the regions from being demineralized 
within the minimum 4.5 -h exposure time. The uCT scans 
were taken before and after the demineralization process 
to determine the efficacy of the treatment (Figure 4). The 
protective polymer coating was able to retain 58.0% ± 
17.3% of the mineral within the scaffolds. The outer ring 
was substantially demineralized, leaving the inner core re- 
gion mineralized. 

To determine if using such a coating could produce a 
scaffold with mineralized and demineralized sections, the 
ends of the long cancellous bone samples were coated 
with the polymer solution and placed in demineralizing 
solution for a minimum treatment time. The resulting 
structure constituted a regionally demineralized cancellous 
bone scaffold (Figure 1) with a demineralized central re- 
gion, two segments with an outer ring of partially 
demineralized structure, and an inner mineralized core 
region. 

Surface morphology and cell-biomaterial interaction 

Demineralized bone is a well-known osteoinductive agent. 
However, for this application, it is critical that the 
osteoinductivity of the bone be removed to promote the 
regeneration of soft tissue in the demineralized region of 
the scaffold. Previous studies have shown peroxide treat- 
ment to be effective in the removal of osteoinductivity. 
We first explored the effect of the exposure of 
demineralized bone to peroxide on the surface character- 
istics of the scaffolds by SEM. Demineralized bone has a 
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Figure 3 Normalized calcium content in cancellous bone 
samples. The calcium content is a function of time in 
demineralizing solution (n = 3 per group) as measured by ICP-AES. 
After 4.5 h, the mineral has been completely removed. 



multiscale pore structure that was unaffected by peroxide 
treatment (Figure 5). We also examined the effect of per- 
oxide treatment on cell attachment and proliferation on 
the scaffolds (Figure 6). The ASC attachment to the 
peroxide-treated scaffolds was significantly less than at- 
tachment to the untreated scaffolds (p < .0001). Over time, 
proliferation proceeded as normal and was not inhibited 
by peroxide treatment. At day 5, there was no significant 
difference between the cells on the untreated and 
peroxide-treated scaffolds. 

Osteoinductivity assessment 

To confirm that treatment with peroxide removes 
osteoinductive factors associated with demineralized bone, 
we measured ALP activity as an early marker for osteo- 
genic differentiation and mineralization of whole scaffolds 
as an end-stage marker for differentiation (Figure 6). As 




Figure 4 uCT reconstruction of a small cancellous bone 
cylinder protected with a polymer coating. (A) Before and (B) 
after exposure to the demineralizing solution for 4.5 h. The outer 
portions of the cancellous bone core have been demineralized, 
while the inner portions retain their mineral structure. 



expected, ASCs exposed to demineralized bone powder- 
treated with peroxide showed significantly less ALP activ- 
ity after 7 days in culture than did ASCs exposed to un- 
treated demineralized bone powder. Peroxide-treated 
demineralized bone powder evoked an ALP response simi- 
lar in level to that of ASCs cultured in medium without 
any powder supplementation. Additionally, after 30 days 
in culture, uCT analysis did not reveal mineral deposition 
on the demineralized scaffolds, indicating that the 
demineralization treatment for this experiment lacked 
osteoinductive properties. 

Mechanical properties 

To characterize the pre-implantation mechanical proper- 
ties of the demineralized cancellous bone, long scaffolds 
treated with peroxide were loaded under uniaxial tension 
until failure. The stress-strain curves roughly followed 
the characteristic / shape of soft connective tissue. The 
tangent modulus, ultimate tensile strength (UTS) and 
the strain at failure were captured from the collected 
data. The tangent modulus was calculated as the slope 
of the linear section of the curve. Material properties of 
the scaffold, particularly modulus, were notably lower 
than those of normal ligaments and tendons. On average 
(n = 4 samples), the tangent modulus was 14.9 ± 8.8 
MPa, while UTS and the strain at failure were measured 
at 1.23 ± 0.14 MPa and 0.29 ± 0.05 mm/mm, respect- 
ively. For comparison, the tangent modulus of the 
supraspinatus tendon in humans has a range of 40 to 
170 MPa [35]. 

Infraspinatus tendon repair 

The postoperative period was without complications. The 
animals were ambulatory immediately post-surgery. No 
lameness was observed after the first 2 weeks. Animal re- 
covery during the 16 weeks was unremarkable. Upon ten- 
don retrieval, gross observation of the standard repaired 
tendons revealed a normal white tendinous appearance. 
The scaffold-treated specimens appeared slightly larger in 
thickness than standard-repaired tendons with a more 
notable redness on the medial surface of the tendon. Tran- 
section of the experimentally treated tendon displayed a 
highly vascularized tissue. Regenerated tissue showed solid 
integration with the soft connective tissue and the under- 
lying bone, and there were no notable adhesions. 

Histological examination did not reveal any inflamma- 
tion in either control or experimental tendons. Standard 
repair-treated specimens revealed highly organized tendin- 
ous structure in the midsubstance of the host tissue. 
Dense connective tissue filled the defect located near the 
interface with random collagen organization as evidenced 
under polarized light microscopy (image not shown). In 
the interface region, periosteal bone formation was seen in 
the area below the insertion area, likely resulting from the 
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disruption of the periosteum in the surgical procedure. A 
fibrocartilage region between the tendon and bone at the 
interface was not discernable in either toluidine blue- or 
tetrachrome-stained sections. 

In specimens repaired with the tissue scaffold, a much 
more organized structure was found. Periosteal bone over- 
growth was less evident in these samples. Newly deposited 
collagen fibers were found in the pore space of the soft tis- 
sue segment and appeared to be somewhat aligned in the 
loading direction. The fibers were integrated well with the 
older tendon tissue. Additionally, there was histological 
evidence of a normal tendon-to-bone interface only in the 
experimental samples. Tetrachrome staining revealed a 
complex heterogeneous transition from bone to calcified 
fibrocartilage, fibrocartilage, and tendon tissue. This re- 
gion was slightly thicker and somewhat less organized 
than the normal enthesis. 

Supraspinatus tendon repair 

Supraspinatus tendon explants appeared similar to the 
infraspinatus tendon explants in gross appearance. Both 
standard-treated and tissue scaffold-treated samples 
displayed a normal white tendinous structure. Scaffold- 
treated samples showed increased redness in the tendon 
midsubstance. In general, the size of the scaffold-treated 
tendon was larger than that of the standard-treated ten- 
don. No adhesions to the surrounding tissue structures 



were noted. Palpation of the tendons did not reveal large 
ectopic bone formation within the soft tissue structure. 

Histological evaluation of the control tendons demon- 
strated disorganized collagenous matrix with some evi- 
dence of local tendon thinning near the suture site. As 
with the infraspinatus tendon samples, periosteal bone 
formation was found in the repair site (Figure 7). The 
interface between the bone and the repaired tendon did 
not display a fibrocartilage layer. Instead, the new ten- 
don tissue exhibited very little organization at the bone 
connection. 



Discussion 

This study was designed to investigate the potential devel- 
opment of a biomaterial scaffold for the regeneration of 
orthopedic interfaces from natural biomaterials that pro- 
vide the rapid transition from soft to hard tissue without 
compromising continuous load transfer pathways or nutri- 
ent transport. At 16 weeks postoperatively, scaffold- 
repaired tendons displayed histological evidence of a tran- 
sitional zone from tendon to fibrocartilage to bone. While 
the repaired tendons exhibited thicker-than-normal transi- 
tion regions, the transition was completely absent in ten- 
dons treated with standard primary repair. Instead, 
disorganized scar tissue filled the defect area between the 
tendon and the bone. 
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Figure 6 Cell attachment and proliferation and ALP activity of 
monolayer ASC cells. (A) Cell attachment and proliferation on 
untreated and peroxide-treated demineralized cancellous bone 
scaffolds. Cell attachment significantly decreased on peroxide- 
treated scaffolds compared to that on the untreated ones (denoted 
by asterisk, p < 0.05). However, the cell number was similar for the 
two groups after 5 days in culture. (B) ALP activity of monolayer ASC 
cells after 7 days in culture with different demineralized bone 
powder treatments. Statistically significant differences were found 
between cultures without powder and cultures supplemented with 
untreated powder (denoted by asterisk, p < 0.05), as well as cultures 
with untreated powder and cultures with peroxide-treated powders 
(denoted by double asterisks, p < 0.05). 



The use of cancellous bone as the raw material for this 
application is advantageous for a number of reasons. 
The scaffold resulting from regionally demineralized 
cancellous bone is a highly porous scaffold and contains 
all of the extracellular matrix (ECM) components of the 
orthopedic interface. This structure contains the basic 
region-specific extracellular matrix components of the 
natural orthopedic interface. The soft tissue region was 



comprised primarily of type I collagen, which is the pri- 
mary component of the midsubstance of soft connective 
tissues, while the mineralized region retained the normal 
mineralized bone ECM. The ability of the ECM compo- 
nents to drive cellular proliferation, differentiation, and 
ECM production has been well established [27,36,37]. 

Peroxide treatment of the demineralized region of 
the orthopedic interface scaffold effectively removed 
osteoinductivity from this segment of the scaffold as re- 
vealed by differentiation assays performed using adult 
adipose-derived stem cells cultured with peroxide-treated 
and untreated demineralized bone. It was previously dem- 
onstrated that ALP activity of ASCs induced to undergo 
osteogenic differentiation peaks after culture for 7 days 
[33]. ASCs cultured with peroxide- treated demineralized 
bone expressed ALP activity equivalent to basal levels and 
did not produce mineral matrix in long-term culture. 
ASCs were chosen for this study with the rationale that if 
a large scale structure was needed, adipose tissue would 
be the easiest anatomic site from which to procure a stem 
cell source. These results generally agree with previous in- 
vestigations using peroxide on demineralized bone [31,32]. 
Our findings suggest that osteoinductive factors present in 
demineralized bone are removed from the soft segment of 
the interface scaffold when exposed to peroxide. 

Although peroxide is a powerful oxidizing agent, the con- 
centration used here did not alter the microarchitecture of 
the demineralized segment of the scaffold interface as dem- 
onstrated by SEM imaging. While there was a slight 
decrease in cellular attachment to the peroxide-treated 
demineralized bone, the cytocompatibility of the de- 
mineralized bone did not appear to be compromised. 

To our knowledge, this is the first study to report the 
development and tensile mechanical characterization of a 
naturally derived, porous scaffold for the regeneration of 
the orthopedic interface. In the few orthopedic interface 
regeneration studies performed, it is rare to find data on 
mechanical functionality, most likely due to the lack of 
continuity between the hard and soft segments [18]. With 
this interface scaffold, we found relatively low mechanical 
properties in tension. A substantial increase in the mech- 
anical integrity of the scaffold will be necessary in order 
to withstand joint loads. Researchers have utilized 
crosslinking in the past to strengthen collagenous tissues, 
and we postulate that such methods will strengthen this 
orthopedic interface scaffold. Applicable approaches in- 
clude physical crosslinking methods (e.g., dehydrothermal 
treatment and ultraviolet irradiation) and chemical cross- 
linking methods (e.g., carbodiimide and genipin). Using 
such techniques, it is also conceivable that the mechanical 
properties could be tailored specifically for a given applica- 
tion by altering crosslinking conditions, including length 
of time, temperature, and chemical reaction mixture con- 
centrations, although the effects of crosslinking on the 
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Figure 7 Histological sections of the supraspinatus and infraspinatus tendons in sheep. Histological sections of the supraspinatus (MacNeal's 
tetrachrome stain (A, B, and Q) and infraspinatus (toluidine blue stain (D, E, and F)) tendons in sheep demonstrate that the normal enthesis exhibits a 
typical bone-calcified fibrocartilage-fibrocartilage interface (A, E). The surgical control (B, E) transitions from bone directly into scar tissue in both 
tendons after 16 weeks. In contrast, the scaffold-treated supraspinatus tendon (C) demonstrates the regeneration of the bone-calcified fibrocartilage- 
fibrocartilage interface and a regrowth of tendon midsubstance, although the calcified fibrocartilage and fibrocartilage layers are thicker in the repair 
than in the normal animals. A similar response was observed in the scaffold-repaired infraspinatus tendon (F). 



biological activity of cells must be determined. While 
crosslinking appears to be the best solution to ensure that 
the scaffold can withstand the requisite loading environ- 
ment without affecting fluid transport through the struc- 
ture, it may be possible to reinforce the scaffold using 
sutures, pins, or an internal removable bracing. In addition, 
the possibility that bone-inducing peptides may remain in 
the demineralized region has the potential to limit the ap- 
plicability of the scaffold. While we used hydrogen perox- 
ide to mitigate this effect, other methods to remove 
osteoinductivity, including heat and guanidine hydrochlor- 
ide treatment, may be employed [38]. 

This preliminary investigation has several limitations. 
One limitation is the low number of animals used for 
the study. Absolute conclusions are difficult to make 
due to biological variability, and confirmation with more 
in vivo testing is necessary. However, a preliminary study 
was necessary before advancing to more intensive, ex- 
haustive trials. A second limitation is that the study does 
not quantitatively assess the biochemical or biomechan- 
ical properties at the interface. While histology confirms 
success in the development of the structure of the ortho- 
pedic interface, further testing including macroscale 
mechanical tests, nanoindentation along the structure, 
and quantitative biochemical assessment are needed to 



confirm true regeneration. A longer-term study should 
also be conducted to determine whether or not the tran- 
sition layer approaches the same thickness as that found 
in normal entheses. A third limitation of our study is the 
use of only an acute injury model, where healthy tissue 
was damaged and immediately repaired. A degenerative 
model will need to be developed for full applicability to 
rotator cuff defect repairs. This degenerative environ- 
ment may not provide nutrients from the marrow and 
may require additional biochemical aids (e.g., platelet- 
rich plasma) to promote healing and regeneration. 
Despite these limitations, our results demonstrate sub- 
stantial advantages over other proposed rotator cuff re- 
pair technologies. The scaffold described herein is a 
natural material and, as such, can be remodeled by the 
body over time to adapt to the loading environment of 
the joint. Unlike most other biomaterial repair options, 
the cancellous bone-derived scaffold has a built-in inter- 
face with direct load transfer between the hard and soft 
regions, which allows secure initial fixation to the bone. 
To date, only one other research group has attempted to 
develop a multiphase structure using PLGA and bio- 
active glass to simulate the junction between the hard 
and soft tissue [16,18]. However, while the manufactur- 
ing process produces a structure that is contiguous, the 
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inherent discontinuities between the different phases 
may create stress concentrations at the microscale as 
load is transferred from one side to the other. 

Conclusion 

In summary, our study has shown proof of concept for the 
use of a cancellous bone-derived scaffold for orthopedic 
interface regeneration in an ovine rotator cuff tendon 
model The material integrated well with the host tissue, fa- 
cilitated the development of organized collagenous tissue, 
reduced the formation of enthesophytes at the interface, 
and produced a four-zone fibrocartilagenous interface simi- 
lar to the normal interface structure. Studies with a larger 
sample size and quantification of biochemical and bio- 
mechanical properties are needed to further validate these 
results. This scaffold represents a potential biomaterial so- 
lution for treatment of rotator cuff defects and other soft 
connective tissue injuries that require interface repair. 

Competing interests 

The authors declare that they have no competing interests. 
Authors' contributions 

DAD and EAN conceived of the study. DADickerson manufactured the 
scaffolds and performed the in vitro assessments. GJB and TNM developed 
the experimental animal model and performed the surgeries. DCVS oversaw 
the histological analysis. All authors read and approved the final manuscript. 

Acknowledgments 

We would like to acknowledge the financial support of the National Science 
Foundation, the Trask Fund, and the Alfred Mann Institute at Purdue 
University; the technical support of the Clinical Discovery Lab and Kristine 
Kazmierczak in performing the animal studies; and Carol Bain in performing 
the histology. 

Author details 

^eldon School of Biomedical Engineering, Purdue University, West 
Lafayette, IN 47907, USA. 2 School of Veterinary Medicine, Purdue University, 
West Lafayette, IN 47907, USA. department of Basic Medical Sciences, 
Purdue University, West Lafayette, IN 47907, USA. 4 School of Mechanical 
Engineering, Purdue University, 585 Purdue Mall, West Lafayette, IN 
47907-2088, USA. 

Received: 4 December 201 1 Accepted: 1 1 June 2013 
Published: 19 June 2013 

References 

1. Yamaguchi K, Ditsios K, Middleton WD, Hildebolt CF, Galatz LM, Teefey SA: 
The demographic and morphological features of rotator cuff disease. A 
comparison of asymptomatic and symptomatic shoulders. J Bone Joint 
Surg Am 2006, 88(8):1 699-1 704. 

2. Diaz-Borjon E, Yamakado K, Pinilla R, Keith P, Worland RL: Shoulder 
replacement in end-stage rotator cuff tear arthropathy: 5- to 1 1 -year 
follow-up analysis of the bi-polar shoulder prosthesis. J Surg Orthop Adv 
2007, 16(3):123-130. 

3. Yamanaka K, Matsumoto T: The joint side tear of the rotator cuff. A 
follow-up study by arthrography. Clin Orthop Relat Res 1994, 304:68-73. 

4. Bishop J, Klepps S, Lo IK, Bird J, Gladstone JN, Flatow EL: Cuff integrity after 
arthroscopic versus open rotator cuff repair: a prospective study. 

J Shoulder Elbow Surg 2006, 1 5(3):290-299. 

5. Sclamberg SG, Tibone JE, Itamura JM, Kasraeian S: Six-month magnetic 
resonance imaging follow-up of large and massive rotator cuff repairs 
reinforced with porcine small intestinal submucosa. J Shoulder Elbow Surg 
2004, 13(5):538-541. 

6. Baleani M, Schrader S, Veronesi CA, Rotini R, Giardino R, Toni A: Surgical 
repair of the rotator cuff: a biomechanical evaluation of different tendon 



grasping and bone suture fixation techniques. Clin Biomech (Bristol, Avon) 
2003, 18(8)721-729. 

7. Rodeo SA, Arnoczky SP, Torzilli PA, Hidaka C, Warren RF: Tendon-healing in 
a bone tunnel. A biomechanical and histological study in the dog. J Bone 
Joint Surg Am 1 993, 75(1 2):1 795-1 803. 

8. Weiler A, Hoffmann RF, Bail HJ, Rehm O, Sudkamp NP: Tendon healing in a 
bone tunnel. Part II: histologic analysis after biodegradable interference 
fit fixation in a model of anterior cruciate ligament reconstruction in 
sheep. Arthroscopy 2002, 1 8(2):1 24-1 35. 

9. Benjamin M, McGonagle D: The anatomical basis for disease localisation 
in seronegative spondyloarthropathy at entheses and related sites. 
JAnat 2001, 199(Pt 5):503-526. 

10. Soon MY, Hassan A, Hui JH, Goh JC, Lee EH: An analysis of soft tissue 
allograft anterior cruciate ligament reconstruction in a rabbit model: a 
short-term study of the use of mesenchymal stem cells to enhance 
tendon osteointegration. Am J Sports Med 2007, 35(6):962-971. 

1 1 . Gulotta LV, Rodeo SA: Growth factors for rotator cuff repair. Clin Sports 
Med 2009, 28(1 ):1 3-23. 

1 2. Rodeo SA, Potter HG, Kawamura S, Turner AS, Kim HJ, Atkinson BL: Biologic 
augmentation of rotator cuff tendon-healing with use of a mixture of 
osteoinductive growth factors. J Bone Joint Surg Am 2007, 89(1 1)2485-2497. 

13. MartinekV, Latterman C, Usas A, Abramowitch S, Woo SL, Fu FH, Huard J: 
Enhancement of tendon-bone integration of anterior cruciate ligament 
grafts with bone morphogenetic protein-2 gene transfer: a histological 
and biomechanical study. J Bone Joint Surg Am 2002, 84-A(7):1 1 23-1 131. 

14. Phillips JE, Burns KL, Le Doux JM, Guldberg RE, Garcia AJ: Engineering 
graded tissue interfaces. Proc Natl Acad Sci USA 2008, 

1 05(34):! 21 70-1 21 75. 

15. Moffat KL, Kwei AS, Spalazzi JP, Doty SB, Levine WN, Lu HH: Novel 
nanofiber-based scaffold for rotator cuff repair and augmentation. 
Tissue Eng Part A 2009, 1 5(1 ):1 15-126. 

16. Spalazzi JP, Dagher E, Doty SB, Guo XE, Rodeo SA, Lu HH: In vivo 
evaluation of a tri-phasic composite scaffold for anterior cruciate 
ligament-to-bone integration. Conf Proc IEEE Eng Med Biol Soc 2006, 
1:525-528. 

1 7. Spalazzi JP, Doty SB, Moffat KL, Levine WN, Lu HH: Development of 
controlled matrix heterogeneity on a triphasic scaffold for orthopedic 
interface tissue engineering. Tissue Eng 2006, 1 2(1 2):3497-3508. 

18. Spalazzi JP, Vyner MC, Jacobs MT, Moffat KL, Lu HH: Mechanoactive 
scaffold induces tendon remodeling and expression of fibrocartilage 
markers. Clin Orthop Relat Res 2008, 466(8): 1 938-1 948. 

19. Ghivizzani SC, Oligino TJ, Robbins PD, Evans CH: Cartilage injury and repair. 
Phys Med Rehabil Clin N Am 2000, 1 1 (2):289-307. 

20. Kon E, Delcogliano M, Filardo G, Montaperto C, Marcacci M: Second 
generation issues in cartilage repair. Sports Med Arthrosc 2008, 
16(4)221-229. 

21 . Minas T, Nehrer S: Current concepts in the treatment of articular cartilage 
defects. Orthopedics 1997, 20(6):525-538. 

22. Steinert AF, Ghivizzani SC, Rethwilm A, Tuan RS, Evans CH, Noth U: Major 
biological obstacles for persistent cell-based regeneration of articular 
cartilage. Arthritis Res Ther 2007, 9(3):213. 

23. Nixon AJ, Goodrich LR, Scimeca MS, Witte TH, Schnabel LV, Watts AE, 
Robbins PD: Gene therapy in musculoskeletal repair. Ann N Y Acad Sci 
2007, 1117:310-327. 

24. Hui PW, Leung PC, Sher A: Fluid conductance of cancellous bone graft as 
a predictor for graft-host interface healing. J Biomech 1996, 29(1 ):1 23-1 32. 

25. Augustin-Voss HG, Johnson RC, Pauli BU: Modulation of endothelial cell 
surface glycoconjugate expression by organ-derived biomatrices. Exp Cell 
Res 1991, 192(2)346-351. 

26. Buschmann MD, Gluzband YA, Grodzinsky AJ, Kimura JH, Hunziker EB: 
Chondrocytes in agarose culture synthesize a mechanically functional 
extracellular matrix. J Orthop Res 1992, 10(6):745-758. 

27. Sellaro TL, Ravindra AK, Stolz DB, Badylak SF: Maintenance of hepatic 
sinusoidal endothelial cell phenotype in vitro using organ-specific 
extracellular matrix scaffolds. Tissue Eng 2007, 13(9)2301-2310. 

28. Nauman EA, Fong KE, Keaveny TM: Dependence of intertrabecular 
permeability on flow direction and anatomic site. Ann Biomed Eng 1999, 
27(4):5 17-524. 

29. Nazarian A, Snyder BD, Zurakowski D: Quantitative micro-computed 
tomography: a non-invasive method to assess equivalent bone mineral 
density. Bone 2008, 43(2)302-31 1. 



Dickerson et al. Journal of Orthopaedic Surgery and Research 201 3, 8:1 8 
http://www.josr-online.eom/content/8/1/18 



Page 1 1 of 1 1 



30. Cai L, Johnstone BH, Cook TG, Tan J, Fishbein MC, Chen PS, March KL: I FATS 
series: human adipose tissue-derived stem cells induce angiogenesis 
and nerve sprouting following myocardial infarction, in conjunction with 
potent preservation of cardiac function. Stem Cells 2009, 27(1 ):230-237. 

31 . Carpenter EM, Gendler E, Malinin Tl, Temple HT: Effect of hydrogen 
peroxide on osteoinduction by demineralized bone. Am J Orthop 2006, 
35(12):562-567. 

32. DePaula CA, Truncale KG, Gertzman AA, Sunwoo MH, Dunn MG: Effects of 
hydrogen peroxide cleaning procedures on bone graft osteoinductivity 
and mechanical properties. Cell Tissue Bank 2005, 6(4):287-298. 

33. Niechoda B: In vivo Bone Formation using Adipose Derived Stromal Stem Cells. 
Sydney, Australia: University of New South Wales; 2006. 

34. Nicholson GP, Breur GJ, Van Sickle D, Yao JQ, Kim J, Blanchard CR: 
Evaluation of a cross-linked acellular porcine dermal patch for rotator 
cuff repair augmentation in an ovine model. J Shoulder Elbow Surg 2007, 
16(5 Suppl):S184-S190. 

35. Itoi E, Berglund LJ, Grabowski JJ, Schultz FM, Growney ES, Morrey BF, An KN: 
Tensile properties of the supraspinatus tendon. J Ortho Res 1995, 
13:578-584. 

36. Handley CJ, Lowther DA: Extracellular matrix metabolism by 
chondrocytes. III. Modulation of proteoglycan synthesis by extracellular 
levels of proteoglycan in cartilage cells in culture. Biochim Biophys Acta 
1977, 500(1):132-139. 

37. Lin CQ, Bissell MJ: Multi-faceted regulation of cell differentiation by 
extracellular matrix. FASEB J 1993, 7(9):737-743. 

38. Han B, Tang B, Nimni ME: Quantitative and sensitive in vitro assay for 
osteoinductive activity of demineralized bone matrix. J Orthop Res 2003, 
21(4):648-654. 



doi:10.1186/1749-799X-8-18 

Cite this article as: Dickerson et al.: In vitro and in vivo evaluation of 
orthopedic interface repair using a tissue scaffold with a continuous 
hard tissue-soft tissue transition. Journal of Orthopaedic Surgery and 
Research 2013 8:18. 



Submit your next manuscript to BioMed Central 
and take full advantage of: 

• Convenient online submission 

• Thorough peer review 

• No space constraints or color figure charges 

• Immediate publication on acceptance 

• Inclusion in PubMed, CAS, Scopus and Google Scholar 

• Research which is freely available for redistribution 



Submit your manuscript at f~\ RiftMM i rpntral 

www.biomedcentral.com/submit momea central 



